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education and knowledge, the attached public safety standard is made available to promote the 
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SPECIFICATION FOR 

APPARATUS FOR FLEXURAL 

TESTING OF CONCRETE 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institution 
on 20 December 1979, after the draft finalized by the Cement and Concrete 
Sectional Committee had been approved by the Civil Engineering Division 
Council. 

0.2 The Indian Standards Institution has already published a series of 
standards on methods of testing cement and concrete. It has been recog- 
nized that reproducible and repeatable test results can be obtained only with 
standard testing equipment capable of giving the desired level of accuracy. 
The Sectional Committee has, therefore, decided to bring out a series of speci- 
fications covering the requirements of equipments used for testing cement 
and concrete, to encourage their development and manufacture in the country. 

0.3 Accorv^ingly, this standard has been prepared to cover the requirements 
of the flexural testing apparatus used for the determination of modulus of 
rupture of concrete. The value of modulus of rupture gives a relative 
measure of the tensile strength of concrete. The method of determining the 
modulus of rupture has been covered in IS : 516-1959*. 

0,4 In the formulation of this standard, due weightage has been given to in- 
ternational co-ordination among the standards and practices prevailing in 
different countries in addition to relating it to the practices in the field in 
this country. 

0,5 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, expressing 
the result of a test or analysis, shall be rounded off in accordance with 
IS : 2-1960t. The number of significant places retained in the rounded 
off value should be the same as that of the specified value in this standard. 



♦Methods of test for strength of concrete. 

tRules for rounding off numerical values ( revised ). 
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1. SCOPE 

I.l This standard covers the requirements of flexural testing apparatus 
used for the determinaiion of modulus of rupture of concrete, that is, 15 x 
15 X 70 cm or 10 x 10 X 50 cm beams by third point loading method, 
making use of any suitable machine for application of load (see 4), 

2. REQUIREMENTS OF THE APPARATUS 

2.1 The assembly used for the flexural testing apparatus shall satisfy the 
following requirements; 

a) It shall have two bearing blocks and two load applying blocks 
for third point loading. 

b) The load shall be equally divided between the two loading blocks. 

c) It shall ensure application of load normal to the loaded and sup- 
ported surfaces of the specimen and in such a manner as to avoid 
any eccentricity, restraint or torsion. 

2.2 A diagram of a typical flexural testing apparatus that complies with the 
requirements specified in 2.1 is given in Fig. 1. 

3. DIMENSIONS AND SALIENT FEATURES OF THE APPARATUS 

3.1 Dimensions — The principal dimensions of different component parts 
of the flexural testing apparatus shall be as detailed in Fig. 1. 

3.2 Salient Features — The salient features of the apparatus shall be as 
given in 3.2.1 to 3.2.4. 

3.2.1 The bearing surfaces shall be of case hardened steel having a 
hardness of not less than 480 VH or equivalent. The bearing blocks as well 
as the load applying blocks shall be cylindrical rollers of 40 mm 
diameter as shown in Fig. 1. 

3.2.2 The load applying and supporting blocks shall be held in position 
by means of spring loaded screws or other suitable arrangements which shall 
not interfere with the requirements specified in 2.1. 

3.2.3 The load applying and supporting blocks shall have a length at 
least 10 mm greater than the width of the beam. The frames on which the 
loading as well as the bearing blocks are to be supported, shall have suit- 
able provisions for mounting blocks at two different positions depending on 
the size of the beam to be tested, that is, on the bottom frame at 60 cm 
span for 15 X 15 cm specimens and 40 cm span for 10 x 10 cm specimens, 
and on the top frame at 20 cm and 13*3 cm respectively. 
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Note — Locating bars ihall be removed before loading is ^Hniac&ced. 

All dimensions in millimitres. 

Fig. 1 Typical Arrangement of Flexural Testing Apparatus with a Beam Centred 

FOR Loading 
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3.2.4 Loading System — The load shall be applied through the two 
loading blocks mounted on the top supporting frame at a. centre to centre 
distance of 20 cm or 13*3 cm and resting symmetrically on the specimen as 
shown in Fig. 1. 

4. REQUIREMENTS OF THE MACHINE USED FOR LOAD 
APPLICATION 

4.1 Capacity — The capa .y of the machine used for application of load 
shall be not more than 50 kN and it shall be capable of applying the load at 
the required rate. In case the capacity of the machine is more, it may still 
be used provided it has 50 kN range also and satisfies the requirements 
specified in 4*2 to 4.5. 

4.2 Accuracy — The percentage of error for loads within the loading range 
of the testing machine shall not exceed ± 1 percent of the applied load 
between one-fifth and full load range and ±0*2 percent of the maximum 
load below one-fifth of the full load range where high accuracy is 
required. In other cases, the error shall not be more than I'i p'^rcent. 

4,2.1 The loading range used for calibrating the machine shall not 
include the loads below the value equal to 100 times the smallest change of 
load which can be estimated on the load indicating scale of the 
testing machine. 

4.3 Rate of Loading — The testing machine shall be equipped such that the 
load may be applied without shock and increased continuously at 
a rate of approximately 4 kN/min for 15x15' cm specimens and at a rate 
of 1-8 kN/min for 10 X 10 cm specimens. 

4.4 A certificate of calibration shall be furnished along with the machine. 

4.5 It is recommended that testing machines in constant use shall be 
calibrated every 12 months and when intermittently used, every 2 years. 

5. MARKING * 

5.1 The following information shall be clearly and indelibly marked on the 
apparatus or on each component if possible, in a way that it does not inter- 
fere with the performance of the apparatus. 

a) Name of manufacturer or his registered trade-mark or both, and 

b) Date of manufacture. 

6 
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5.1.1 The apparatus may also be marked with the ISI Certification 
Mark. 

Note — The u?e of the ISI Certification Mark is governed by the provisions of 
the Indian Standards Institution (Certification Marks) Act and the Rules and Regu- 
lations made thereunder. The ISI Mark on products covered by an Indian 
Standard -conveys the assuranc that they have been produced to comply with 
the requirements of that standard under a well-defined system of inspection, testing 
and quality control which Is devised and supervised by ISI and operated by the pro- 
ducer. ISI marked products are also continuously checked by ISI for conformity 
to that standard as a further safeguard. Details of conditions under which a 
licence for the use of the ISI Certification Mark may be granted to manufacturers or 
processors, may be obtained from the Indian St?ndards Institution. 
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